Contemporary ultra-widefield scanning laser ophthalmoscopy can be performed with confocal devices using accessory lenses or dedicated nonconfocal systems.^[@R1]--[@R3]^ Dedicated ultra-widefield flood^[@R4]--[@R6]^ or scanning illumination^[@R1]--[@R3]^ retinal cameras sacrifice high macular magnification and detail to image peripheral and large retinal findings conveniently. We observed that the Optos California (Optos PLC; Nikon, Dunfermline, Scotland, United Kingdom) nonconfocal ultra-widefield scanning laser ophthalmoscope (SLO) further reduces macular image quality in many eyes by superimposing a polarization-dependent, bowtie-shaped (brush-like or Maltese-cross) artifact on the fovea, as shown in Figure [1](#F1){ref-type="fig"}. This artifact appears in images published throughout the ophthalmic literature^[@R7],[@R8]^ but to the best of our knowledge has not been reported or studied previously.

![**A.** The nonconfocal ultra-widefield SLO retinal image of a patient\'s left eye with diabetic retinopathy but no macular edema. A prominent foveal bowtie polarization artifact is present. An additional imaging artifact unrelated to optical polarization is present at the superior-temporal border of the macula. The central part of (**A**) is magnified in (**B**) with contrast and brightness increased after imaging. The foveal bowtie artifact is highlighted in (**C**). **D.** A horizontal spectral domain optical coherence tomography scan through the fovea confirms that the bowtie-shaped foveal pattern in the nonconfocal ultra-widefield SLO image is an artifact and not the result of a central macula abnormality.](retina-40-1374-g001){#F1}

Polarization-sensitive fundus cameras,^[@R9]^ confocal SLOs,^[@R10],[@R11]^ and spectral domain optical coherence tomography^[@R12]^ devices can also produce foveal polarization--dependent, bowtie-related patterns resulting from the combined phase‐retardation of corneal and Henle fiber layer birefringence.^[@R10],[@R13]^ Bowtie polarization patterns have been used to 1) measure and compensate for the magnitude and axis of corneal birefringence in scanning laser polarimetric measurements of peripapillary retinal nerve fiber layer thickness^[@R14]^ and 2) determine central fixation and ocular alignment from retinal birefringence scanning.^[@R15],[@R16]^

Polarimetric imaging studies have demonstrated that Henle fiber layer structure must be preserved for a foveal bowtie polarization pattern to occur.^[@R13],[@R17]^ The prominence of these patterns declines with macular neovascularization, aging, and photoreceptor misalignment as well as with cornea and crystalline lens abnormalities.^[@R11],[@R13],[@R17]^ We studied the foveal bowtie artifact of nonconfocal ultra-widefield SLOs to determine whether it is absent in patients with center-involving diabetic macular edema (DME) and therefore could be useful as a clinical biomarker of this disorder.

Methods {#s1}
=======

We performed a retrospective, observational, single-center, cohort study on 78 adult patients with diabetes (143 eyes) who had spectral domain optical coherence tomography (Spectralis; Heidelberg Engineering GmbH, Heidelberg, Germany) and nonmydriatic nonconfocal ultra-widefield SLO (Optos PLC; Nikon) testing on the same day between August and December 2017. The cohort included 36 female and 42 male patients ranging from 28 to 98 years of age, with a mean age of 64 ± 14 years. Thirteen eyes could not be included in the study for the reasons listed in Table [1](#T1){ref-type="table"}. The Institutional Review Board of the University of Kansas School of Medicine approved this study.

###### 

Reasons for Excluding 13 Eyes From the Study

![](retina-40-1374-g002)

We examined green (532 nm), red (635 nm), and pseudocolor (532 plus 635 nm) images for the presence of a bowtie-shaped foveal polarization artifact. Spectral domain optical coherence tomography images were reviewed to determine whether DME was present within 3,000 μm of the fovea. Diabetic macular edema was divided into center-involving and non--center-involving categories.

Data collected included patients\' age and sex, their central macular thickness, and the presence of 1) center-involving DME, 2) non--center-involving DME, and 3) a bowtie-shaped foveal polarization artifact. Statistical analysis was performed using Stata (StataCorp LLC, College Station, TX) and Microsoft Excel (Microsoft Inc, Redmond, WA) software.

Results {#s2}
=======

Diabetic retinopathy was present in 116 of the 143 cohort eyes. Diabetic macular edema was present in 50 eyes, involving the center of the fovea in 33 eyes. Foveal bowtie polarization artifacts were absent when center-involving DME was present (Figure [2](#F2){ref-type="fig"}), with one exception as shown in Table [2](#T2){ref-type="table"} that had center-involving edema limited to photoreceptor inner and outer segments. Artifacts were also absent in eyes without center-involving or any DME in 30% of green light, 66% of red light, and 45% of pseudocolor SLO images.

![**A.** The nonconfocal ultra-widefield SLO retinal image of a patient\'s right eye with proliferative diabetic retinopathy and resolving center-involving DME. Imaging artifacts unrelated to optical polarization are scattered about the posterior pole. Image contrast and brightness were increased after imaging. **B.** A horizonal spectral domain optical coherence tomography scan through the fovea documents the Henle fiber layer distortion preventing foveal bowtie polarization artifact formation.](retina-40-1374-g003){#F2}

###### 

DME versus Foveal Bowtie Artifact

![](retina-40-1374-g004)

When a foveal bowtie artifact was present for green, red, and pseudocolor images, mean central macular thickness was 270 ± 49, 268 ± 55, and 265 ± 47 *µ*m, respectively. When a foveal bowtie artifact was absent for green, red, and pseudocolor images, mean central macular thickness was 296 ± 104, 286 ± 87, and 294 ± 79 *µ*m, respectively. The presence of a bowtie pattern was negatively correlated with center involving DME in all image subgroups (Spearman correlation coefficient): 0.32 for red light (*P* value: 0.0001), −0.57 for green light (*P* value: \<0.0001), and −0.45 for pseudocolor (*P* value: \<0.0001) images.

Bowtie artifacts occurred more frequently in green light than pseudocolor and in pseudocolor than in red light SLO images. As a potential biomarker for center-involving DME in a diabetic population, the absence of a bowtie artifact has high specificity (99% for green light, 100% for red light, and 98% for pseudocolor SLO images) but poor sensitivity (49% for green light, 31% for red light, and 40% for pseudocolor SLO images).

Discussion {#s3}
==========

The original SLO lacked a confocal aperture and had a very large depth of field.^[@R18],[@R19]^ A small-diameter confocal aperture reduced this depth of field 1) eliminating anterior segment artifacts such as eyelashes and 2) increasing image contrast, thereby improving image quality.^[@R20]^ Conversely, nonconfocal ultra-widefield SLOs use an elliptical mirror to provide large peripheral imaging fields but 1) produce artifacts by simultaneously imaging the retina and anterior structures such as the nose^[@R21]^ and eyelashes^[@R8]^ and 2) lack the higher contrast and resolution of confocal SLOs.^[@R1]--[@R3]^

Nonconfocal ultra-widefield SLOs introduced convenient peripheral retinal imaging into widespread clinical practice. Despite variability in peripheral magnification and contrast,^[@R2]^ images effectively characterize diabetic retinal angiopathy, potentially facilitating telemedical screening and predictions of the progression of diabetic retinopathy.^[@R22]^ Diabetic macular edema accounts for a majority of vision loss in diabetes mellitus.^[@R23]^ Nonconfocal ultra-widefield scanning laser ophthalmoscopy lacks the macular detail of alternative higher magnification technologies, but its polarization artifact provides an alternative means of assessing foveal integrity.

Retinal polarimetry bowtie patterns and similarly shaped Haidinger\'s brush entopic percepts require intact foveal birefringence, although macular pigment dichroism (diattenuation) also contributes to the latter phenomenon.^[@R24],[@R25]^ Foveal birefringence arises from the structure (form birefringence) of individual closely packed Henle fiber axons arrayed radially around the center of the fovea.^[@R11]^ Birefringence divides transmitted light into orthogonally polarized fast and slow components, affected by lower and higher effective refractive indices, respectively.^[@R26]^ The bright and dark arms of the macular bowtie occur where slow axes of the birefringent cornea and Henle fiber layer are aligned parallel or perpendicular to each other, summing or canceling optical phase retardation, respectively.^[@R11]^

Polarimetry is not a labeled application of nonconfocal ultra-widefield SLOs, which use polarizing filters contributing to their polarization sensitivity and its artifacts. The Optos California SLO used in our study uses a circular polarization filter, as did earlier P200Dx (PDX) models.^[@R27]^ Studies with higher resolution, smaller-field, polarization-sensitive confocal SLOs showed that macular abnormalities degrade foveal bowtie patterns, prompting us to investigate whether the presence of a foveal bowtie pattern could be useful clinically to rule-out center-involving DME.

Our finding that center-involving DME largely eliminates foveal polarization artifacts is consistent with polarimetric imaging of other macular disorders.^[@R17],[@R28]^ Only 1 of 33 eyes with center-involving DME had a foveal bowtie artifact, showing that the artifact\'s absence is an indicator of center-involving DME in our patients with diabetes. Conversely, we found that roughly half of eyes without any or center-involving DME (49 of 110 eyes in pseudocolor images) also lacked a foveal polarization artifact, probably because of limited instrument sensitivity or nonretinal abnormalities including cornea and crystalline lens irregularities. Thus, the foveal bowtie artifact in current nonconfocal ultra-widefield SLOs as a biomarker for center-involving DME has high specificity (99, 100, and 98% for green, red, and pseudocolor images, respectively) but only poor sensitivity (49, 31, and 40% for green, red, and pseudocolor images, respectively).

Limitations of our study include its retrospective, single-institution, and small population design. In addition, the low macular detail and contrast of ultra-widefield nonconfocal versus high-resolution confocal scanning laser ophthalmoscopy contributed to the low sensitivity in our study results. External polarizers to enhance artifact detection were not effective because they introduced reflection-based artifacts associated with the nonconfocal SLO\'s large depth of field. In addition, we did not have access to important instrumentation details. The manufacturer acknowledged that our nonconfocal ultra-widefield SLO uses a circular polarization filter, as had been reported previously for an earlier model of its SLOs,^[@R27]^ but declined to provide a rationale for the device\'s polarization sensitivity.

In summary, nonconfocal ultra-widefield SLO devices produce foveal polarization artifacts in many eyes. Their presence in patients with diabetes is an indicator of preserved foveal Henle fiber layer structure and the absence of center-involving DME. The artifacts are not reliable biomarkers in screening for center-involving DME because they are absent in many patients lacking spectral domain optical coherence tomography--detectable foveal abnormalities.
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